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Abstract: Strong associations exist between quality of life and physical activity for those living in
aged residential care (ARC). Suitable and reliable tools are required to quantify physical activity
for descriptive and evaluative purposes. We calculated the number of days required for reliable
walking outcomes indicative of physical activity in an ARC population using a trunk-worn device.
ARC participants (n = 257) wore the device for up to 7 days. Reasons for data loss were also recorded.
The volume, pattern, and variability of walking was calculated. For 197 participants who wore
the device for at least 3 days, linear mixed models determined the impact of week structure and
number of days required to achieve reliable outcomes, collectively and then stratified by care level.
The average days recorded by the wearable device was 5.2 days. Day of the week did not impact
walking activity. Depending on the outcome and level of care, 2–5 days was sufficient for reliable
estimates. This study provides informative evidence for future studies aiming to use a wearable
device located on the trunk to quantify physical activity walking out in the ARC population.
Keywords: aged residential care; wearables; accelerometer; dementia; reliability; physical activity

1. Introduction
In order to understand mobility in aged residential care (ARC) and the efficacy of interventions
that may change mobility, it is imperative that measurement of outcomes indicative of physical activity
are feasible and reliable [1,2]. Previously, research concerning patterns of physical activity for ARC
residents relied on interviews or self-report questionnaires [3]. The objectivity of these methods is
reduced because of reliance on recall. As an alternative, studies have begun to monitor physical
activity using wearable devices in low level care (i.e., assisted living and care homes) [2,4–9] and higher
level care (i.e., nursing homes) settings [10,11]. However, protocols for data collection vary, with the
number of days for data collection ranging from 2 to 14 days, often with no justification for their
duration [12]. Recording data for fewer days has obvious practical advantages. In the ARC setting,
compliance for prolonged device use could be lower for residents with varying levels of cognition and
care needs. Participant burden is also less and, in the ARC setting, so are the demands on research or
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facility staff to regularly check the devices. Fewer days also reduces the time required to process data.
Determining the number of days to reliably estimate physical activity walking outcomes in ARC is
therefore important to optimize compliance and data quality
Day-to-day variability in physical activity is lower in older adults than other age groups,
meaning that less days of recording may be required, depending on the outcome of interest [13].
Rowe et al. [13] reported inter-day reliability of 0.87 (95% confidence intervals, 0.79–0.92) for step
counts with only 2 days of data in 62 community dwellings of older adults using a waist-worn
accelerometer. Egerton et al. [10] found a within-subject reliability intra-class correlation coefficient
(ICC) of 0.92 (SEM 0.26) for upright time with 3 days’ data, using a thigh-worn device in a pilot
study in community dwellers. They also noted that weekday activity did not differ from weekend
activity. Van Schooten et al. [1] assessed the number of days required to measure body postures and
walking using a trunk-worn accelerometer in 102 older adults that included 23 participants from
ARC (additional analysis confirmed little difference between ARC residents and community dwellers).
Results indicated that, to achieve a between day ICC > 0.7 at a group level, a minimum of 2 days was
required for most activities, while outcomes, such as lying and median duration of locomotion bouts,
required up to 5 days.
However, none of these studies inform about older adults in ARC who present with advanced
cognitive impairment and have much lower levels of mobility. Analysis of the use of wearable devices
in ARC needs to take into account how many days are required for reliable data, as well as how well
the wearable device is tolerated.
The aims of this study were, firstly, to examine the number of days required for reliable estimates
of physical activity walking outcomes for residents living in ARC using a single wearable device while
controlling impact of week structure and level of care and, secondly, to describe the compliance to
wearing a trunk-worn device continuously for 7 days.
2. Materials and Methods
2.1. Design
This study used baseline data from the “Staying UpRight in residential care”, a randomized
controlled trial that evaluates the effects of an exercise program on fall rates of older adults in
ARC [14]. The primary outcome was fall rates and a secondary outcome was fall rate relative to
activity exposure, expressed using step counts and measured using a wearable device, as described
below. Participants were recruited from 17 ARC facilities in Auckland and Hamilton, Aotearoa,
and New Zealand (NZ). The study was approved by the national health and disability ethics review
board. Consent was obtained from participants or registered nursing staff for those unable to consent,
in accordance with NZ ethics requirements.
2.2. Participants
ARC residents aged 65 years or older, classified as requiring (i) intermediate-level care, i.e., 24 h
health-related care and services but not 24 h nursing care; (ii) high-level care residents, i.e., 24 h nursing
care; or (iii) dementia-level care, i.e., 24 h health-related care in a secure environment due to risk of
wandering because of memory loss, were invited to participate. Residents in psychogeriatric, respite,
or palliative care and acutely unwell or immobile (bed-bound) residents were excluded.
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2.3. Instrumentation
Participants wore a wearable device (wearable) containing a tri-axial accelerometer (Axivity AX3,
Axivity, York, UK), secured on the lower back at the fifth lumbar vertebrae (L5) using a hydrogel
adhesive (PALStickies, PAL Technologies, Glasgow, UK or Smith + Nephew Ltd., Watford, UK),
covered with an adhesive dressing (OPSITE Flexifix™ (Amgel Technologies, Portland, OR, USA)
and Hypafix™ (BNS medical, Hamburg, Germany). The wearable was programmed to sample
acceleration at a frequency of 100 Hz (range ± 8 g) and was applied by trained research staff to ensure
the correct application.
2.4. Wearable Data Analysis
Upon the retrieval of the wearable, the participant’s data over a total of 8 days (half days for
the first and final day, creating a total of 7 days of wear time) were downloaded from the wearable
before then being uploaded to an encrypted, secure platform (eScience Central online platform,
Newcastle University, UK) [15–17]. The online platform was used to remotely segment the data
into days in separate .mat files. Following download, data were visually inspected by a trained
technician. Data that did not meet the quality check criteria, such as movements not possible by
humans, movements of the research staff upon retrieving devices asked to be removed/fallen off,
evident misplacement of the sensor (not aligned to the earth’s gravitational constant), or completely
stationary signals (such as a removed monitor that had been placed aside), were removed to avoid
including erroneous data into subsequent analysis.
To answer the first aim, a custom automated MATLAB algorithm calculated physical
activity walking outcomes according to a previously established gait model, described in detail
elsewhere [18–23]. The model quantifies the volume, pattern, and variability of walking behaviors.
Volume metrics included total walking time, total steps, and total bouts per day. The pattern included
mean walking bout length, generated based on the ambulatory bouts (ABs), and a non-linear descriptor
(alpha). Alpha describes ABs distribution, evaluating the ratio of short to long ABs (i.e., a high alpha
means that the total walking time is made up of proportionally short ABs compared to long ABs) [24].
Variability of walking bouts was derived from the “within-subject” variability of AB length, with a
higher variability, indicating a more varied walking activity pattern, and a lower variability (S2) would
mean a less varied walking activity, thus a reduced engagement in different activity and a tendency to
repeat the same pattern of activity [20,25]. Figure 1 indicates the process of calculating the volume,
pattern, and variability for a single participant from data collected over an 8-day period.
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Figure 1. A flow diagram indicating the data processing pipeline, where 8 days of raw acceleration
signal is refined to be included in the calculation of the minimum days required for each variable.
Adapted with permission from [19].

To address the second aim, reasons for any data loss were recorded for each participant.
2.5. Data Considerations
All outcomes were calculated for each day and for walking bouts greater than 3 steps, which was
considered the minimum bout length for analysis [20,26–28]. A threshold of 2.5 s was set for the
maximum resting period between consecutive ABs [23]. Due to data recording being initiated on varied
weekdays, the data was reordered into a uniform week structure starting on Monday. Averages were
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calculated for weekdays and weekends (Saturday and Sunday) to control for any weekday/weekend
effects on activity, in addition to the effect of facilities where the data were collected. Only participants
who had a least 3 full days of analysis (removing days one and eight for being half days) were included
to calculate the number of days required for reliable estimates of each outcome, in order to achieve an
adequate representative within person variance. To determine the impact of level of care, all analysis
was performed and stratified by an intermediate, high, and dementia unit level of care.
2.6. Statistical Analysis
All analyses were performed using Stata, version 16 (Stata, TX, USA). Data are presented using
medians and interquartile ranges (IQRs) due to non-normal outcome distributions. Mean walking
bout length, total walking time, total steps, and total bouts per day were analyzed using a square root
transformation to improve the normality of residuals. Variability and alpha of walking bouts was
analyzed on their original scale.
Linear mixed models with a random intercept for individuals and post hoc pairwise multiple
comparisons were used to determine differences between any pair of days in the week. A p-value
threshold of 0.01 was used to account for multiple comparisons. Potential week/weekend differences
were also evaluated by including a dummy variable for week vs. weekend day.
The ICC is a reliability index that reflects the consistency and degree of correlation between
measurements, with values above 0.8 generally considered to indicate a good or acceptable level of
reliability. The minimum number of days needed to obtain an ICC of at least 0.8 was calculated for
each outcome, based on the methods highlighted in [29]. In short, the reliability for single days of
measurement was assessed using variance partitioning obtained through linear mixed effects models
with random intercepts for participant ID, reporting the ratio of the between subject variance to the total
variance (between subject variance/(between subject variance + residual variance)). For analysis of the
whole group, level of care, a weekday/weekend indicator, and facility were included as fixed factors.
When separated by level of care, adjustments were for weekday/weekend and facility. The number of
days needed to obtain a reliability of at least 0.8 was estimated using the Spearman Brown prophecy
formula:
N = ICCt/(1 − ICCt) × ((1 − ICCs)/ICCs),
(1)
where N = number of days needed, ICCt = desired level of reliability, and ICCs = reliability for
single days.
3. Results
Of 384 participants recruited, 257 (67%) agreed to wear the sensor. The remaining 127 residents
either declined to wear the sensor or staff advised against it because of confusion and memory loss.
Participant demographic information, cognitive profiles using the Montreal Cognitive Assessment
(MoCA) [30] and mobility using the Timed Up and Go (TUG) assessment [31] are displayed in Table 1.
Table 1. Participant demographic information, cognition, and mobility scores.
Level of Care

Age (Years)

Weight (kg)

Height (m)

MoCA 1 (/30)

TUG 2 (s)

Whole group
Intermediate
High
Dementia unit

84.54 ± 7.21
84.97 ± 7.55
85.04 ± 6.71
81.53 ± 7.07

68.59 ± 17.66
70.4 ± 18.55
67.22 ± 15.1
65.36 ± 11.79

1.62 ± 0.11
1.62 ± 0.11
1.62 ± 0.10
1.63 ± 0.10

13.05 ± 7.63
14.29 ± 7.03
14.77 ± 7.29
3.74 ± 5.04

30.13 ± 18.93
27.47 ± 17.26
35.53 ± 19.48
26.01 ± 15.59

1

Montreal Cognitive Assessment (MoCA); 2 Timed Up and Go (TUG).
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3.1. Number of Days Required
At least 3 full days of data were recorded for 196 participants and were therefore included in the
analysis of number of days required. When testing the impact of day of the week, post hoc analysis
revealed no significant difference between any pairs of days (see Figure 2). There was a small but
statistically significant difference in variability according to weekday/weekend, with slightly lower
values recorded on average on weekend days (beta = −0.012, 95% confidence interval = −0.022 to
−0.003, p = 0.013). Weekday/weekend was not a significant outcome for any other outcome measure.

Figure 2. Median and interquartile range for total walk time, total steps, total bouts, mean bout lengths,
variability and alpha for each day of the week.

For the whole group, the number of days required to achieve a reliability of at least 0.8 ranged
from 2 to 5 days, depending upon the outcome. When stratified by level of care, the dementia level
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of care ranged from 1 to 3 days, the intermediate ranged from 2–7 days, and the high level of care
ranged from 2–6 days (Table 2). Relative to volume-based outcomes, pattern and variability outcomes
required a greater number of days to achieve an acceptable reliability.
Table 2. The amount of days required for reliable gait outcomes indicative of walking volume, pattern,
and variability for the whole population and separated by level of care.
Level of Care

Number of
Participants

Single Day
ICC (95% CI)

Days Needed to
Achieve ICC of 0.8

Total walk
time

Whole group
Dementia Unit
High
Intermediate

196
24
68
104

0.71 (0.65–0.75)
0.63 (0.46–0.77)
0.70 (0.61–0.77)
0.67 (0.59–0.74)

2
3
2
2

Total steps

Whole group
Dementia Unit
High
Intermediate

196
24
68
104

0.70 (0.65–0.75)
0.65 (0.49–0.79)
0.69 (0.60–0.77)
0.65 (0.57–0.72)

2
3
2
3

Total bouts

Whole group
Dementia Unit
High
Intermediate

196
24
68
104

0.77 (0.73–0.81)
0.67 (0.51–0.80)
0.74 (0.66–0.81)
0.75 (0.68–0.80)

2
2
2
2

Mean bout
length

Whole group
Dementia Unit
High
Intermediate

196
24
68
104

0.72 (0.68–0.77)
0.76 (0.62–0.86)
0.53 (0.43–0.64)
0.56 (0.48–0.65)

2
2
4
4

Alpha

Whole group
Dementia Unit
High
Intermediate

196
24
68
104

0.46 (0.40–0.53)
0.75 (0.60–0.85)
0.43 (0.32–0.54)
0.37 (0.29–0.47)

5
2
6
7

Variability

Whole group
Dementia Unit
High
Intermediate

196
24
68
104

0.63 (0.57–0.68)
0.80 (0.68–0.89)
0.53 (0.42–0.63)
0.49 (0.40–0.57)

3
1
4
5

Outcome

Volume

Pattern

Variability

Measurements from participants in the dementia unit demonstrated slightly lower reliability for
total walk time, steps, and bouts compared to the intermediate and high care groups, indicating a greater
within-participant variation in daily volume measurements for those in the dementia unit. Conversely,
intermediate and high care groups demonstrated lower reliability for bout length, variability, and alpha,
indicating greater within-participant variation in daily patterns of activity compared to those in
dementia units.
3.2. Data Collection: Success Rate, Compliance, and Reason for Data Loss
Figure 3 shows the number of days of successful device wear, the reasons for data loss (where
provided) for all participants, and individual care levels. Of the 257 participants, the target 7 days data
(8 days wear time) was collected for 44% of participants, 44% recorded data for <7 days, and 12% did
not return sufficient data (0 days recorded therefore complete data loss) for analysis.
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Figure 3. A flow diagram to describe the average number of days recorded, the percentage of full
weeks recorded, partial data, or complete data loss. For the participants where a reason for data loss
was provided, the reason for the data loss is displayed as a percentage for all explained data loss.
The information is provided for all participants and also stratified by level of care.

Where information was provided, the majority of data loss was due to early removal of the
wearable because of skin irritation or discomfort (51.6%), device loss, i.e., participants removing the
wearable and, in some cases, losing it (15.8%), or equipment failure (battery discharge or software
failure (14.7%)). Complete data loss was highest for the participants in the dementia level of care (15%).
Dementia-level participants were also less able to tolerate the wearable for the full 7 days (68.8% of the
reasons given were because of intolerance).
4. Discussion
This is the first study to determine how many days are required to obtain reliable physical activity
walking outcomes for an ARC population with marked cognitive impairment, stratified by level of care.
The average number days of activity recorded was 5.2 days for the whole group, and this was influenced
by care level, with intermediate level of care wearing the sensor on average for 5.3 days, high level
of care for 5.2 days, and the dementia level of care for 4.7 days. For the whole group, between 2 and
5 days were needed to achieve reliable measures of physical activity walking outcomes, and for people
in all levels of care, the day of the week did not affect reliability for any of the outcomes calculated.
For all volume-related outcomes, i.e., total walk time, total step count, and total walking bouts,
we found that two consecutive days of measurements were sufficient for a reliable representation on
a group level using an ICC of 0.8. However, pattern and variability outcomes required between 3
and 5 days for the whole group. Comparing this to the average of 5.2 days of successfully collected
data, it appears that the balance of obtaining sufficient data to reliably estimate walking outcomes
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was possible given the average wear time. When stratifying the group into different levels of care,
the only exception to achieving this balance was for alpha, where the number of days required exceeded
the average days recorded in the intermediate and high-level care groups. Previous examples have
shown that volume, pattern, and variability do not always uniformly improve following intervention,
but an improvement in a singular outcome can reflect a meaningful change [25]. For ARC residents,
Barber et al. [2] speculated that shorter activity bouts should be promoted at the beginning of a physical
activity intervention. If true, outcomes, that measure the proportion of short walking bouts, such as
alpha, would be required to capture this intended intervention impact.
Comparisons between past investigations are problematic due to different sensor types,
processing algorithms, sensor locations, outcomes, and participant heterogeneity. Despite these
limitations, our findings agree with other recommended durations of data collection between 2 and
5 days [1,12].
Other researchers have recommended inclusion of at least one weekend day when measuring
activity in adults [32,33]. However, we found no variance in activity between weekday and weekends
in this ARC setting; meaning that inclusion of a weekend day is not necessary. Practically, this has
advantages because it allows for more flexibility in administering the devices without the need to
schedule specific days. Collectively, this may imply that, for an older population, if not bound to a
typical weekday/weekend week structure, recording for 7 days may not be necessary.
The percentage of individuals who were willing to wear, or deemed by staff as able to wear,
the device in our study was similar (67%) to that reported for an equivalent group of intermediate
and high-level care residents, using a trunk-worn sensor (61%, n = 58) secured with a belt [11].
Successful wear was considerably higher than that reported for dementia residents using an
ankle-secured device (29%, n = 127) [34]. By contrast, Resnick et al. [35] reported that 94% (n = 242)
of residents in low level care were willing to wear a wrist-worn device (MotionWatch 8, CamNtech,
Cambridge, UK). Key differences between our study and those noted above were the inclusion of older
adults with significant dementia, the target duration of sensor wear (8 days wear versus 5 days [35]
or 3 days [11]), the monitor location (low back, wrist, or ankle), the method of fixation (tape versus
belt [11], wrist band [35], or ankle), and the variables measured (walking, spatiotemporal measures
versus activity intensity [36]).
We chose to use a trunk-worn sensor because it allows more accurate step detection and walking
parameters than a wrist-worn sensor, particularly at low gait speeds [36], as is the case in older adults.
For our purposes, step detection rather than activity intensity (which is the output for the MotionWatch
8) was essential. Additionally, previous work using the AX3 worn in this manner have shown excellent
compliance in older adults [21]. The benefit of the AX3 secured using tape is that it is waterproof,
so does not need to be removed and replaced each day, which is problematic in ARC settings because
of limited staff availability. However, the potential for skin irritation in this frail group of older adults is
an issue and the main reason for early removal of the AX3 in 51.6% (n = 132) of cases in our study. In a
few cases, dementia care residents removed the sensor themselves, possibly because it was bothering
them or they did not know what it was. Similarly, Resnick et al. [35] reported that a small number of
wrist-worn sensors were lost or removed by participants cutting or breaking the bands.
A strength of this study was the inclusion of a large number of participants with significant
cognitive impairment and their stratification based on care needs. The results showed that the level
of care impacted the number of days required in addition to the success rate of data collection.
These results therefore support that future analysis should treat care levels separately for data
analysis [2]. Interestingly, we found that the dementia level of care group, relative to the other levels
of care, required less days for reliable measures of alpha and variability. Potentially, this could be
due to a wandering trait [34], thus impacting the pattern and variability of walking and reducing
between participant variance (i.e., the wandering behavior creating an increased amount of walking
being common within the group). As such, due to the relationship between the chosen outcome
measures and a trait that determines the level of care required, we recommend that, for outcomes
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quantifying walking outcomes, participants who require the dementia level of care should be treated
as an independent group from other levels of care who do not exhibit wandering behavior.
Currently, there is no consensus for which is the best sensor, algorithm, and location for the
measurement of gait/physical activity for this population [1]. For this population, many algorithms
are yet to be validated [5], thus limiting the calculation of additional gait parameters, such as spatial
gait information. Future research, similar to previous work achieved with Parkinson’s disease [19,20],
is warranted to validate algorithms specific to the ARC population in an attempt to yield the
potential value provided by discreet spatiotemporal gait characteristics. A limitation of this study
was that a repeated week of analysis was not performed. This enables the ability to calculate how
many days are required in addition to minimal detectable change on both a group and individual
level [1]. Future research is warranted to examine the tolerance of different sensor locations without
compromising the robustness of outcomes that reflect, for example, change over time or change in
response to an intervention. Future work should also consider machine learning methods with the
addition of complementary bio-signals (e.g., EMG) to improve walking detection and gait segmentation
methods in this population [37,38].
5. Conclusions
This study showed that for a population of ARC participants of mixed levels of care, the average
days recorded was 5.2 days. There was no impact of day of the week and, depending the outcome
of interest, the required number of days ranged from 2 to 5 days, thus was within the average days
recorded. The level of care did impact compliance to wear the sensor and the number of days
required. This investigation therefore provides evidence capable of informing both future research and
interventions aiming to quantify and improve physical activity walking outcomes, respectively.
Author Contributions: Conceptualization, L.T., S.L., N.K., and C.B.; methodology, S.D.D., A.C., L.R., and C.B.;
software, S.D.D.; formal analysis; A.C. and C.B.; investigation, L.T.; resources, L.R. and S.D.D.; data curation, C.B.
and S.D.D.; writing—original draft preparation, L.R. and C.B.; writing—review and editing, S.D.D., L.T., A.C.,
S.L., and L.R.; visualization, C.B.; supervision, S.D.D. and L.R.; project administration, L.T.; funding acquisition,
N.K., L.R., L.T., and S.L. All authors have read and agreed to the published version of the manuscript.
Funding: S.D.D. and L.R. are supported by the National Institute for Health Research (NIHR) Newcastle Biomedical
Research Centre (BRC), based at Newcastle Upon Tyne Hospital NHS Foundation Trust and Newcastle University.
The work was also supported by the NIHR/Wellcome Trust Clinical Research Facility (CRF) infrastructure at
Newcastle upon Tyne Hospitals NHS Foundation Trust. All opinions are those of the authors and not the funders.
N.K. (Joyce Cook Chair in Aging Well), L.T., and S.L. are supported by a project grant from the Health Research
Council of NZ (18/181), University of Auckland, and Auckland University of Technology.
Acknowledgments: We would like to thank the following for their contribution: patients who took part in the
study and the research assistants who collected and uploaded the data.
Conflicts of Interest: The authors declare no conflict of interest.

References
1.

2.

3.

4.

Van Schooten, K.S.; Rispens, S.M.; Elders, P.J.M.; Lips, P.; Van Dieën, J.H.; Pijnappels, M. Assessing Physical
Activity in Older Adults: Required Days of Trunk Accelerometer Measurements for Reliable Estimation.
J. Aging Phys. Act. 2015, 23, 9–17. [CrossRef] [PubMed]
Barber, S.E.; Forster, A.; Birch, K.M. Levels and Patterns of Daily Physical Activity and Sedentary Behavior
Measured Objectively in Older Care Home Residents in the United Kingdom. J. Aging Phys. Act. 2015,
23, 133–143. [CrossRef] [PubMed]
Forster, A.; Airlie, J.; Birch, K.; Cicero, R.; Cundill, B.; Ellwood, A.; Godfrey, M.; Graham, L.; Green, J.;
Hulme, C.; et al. Research Exploring Physical Activity in Care Homes (REACH): Study protocol for a
randomised controlled trial. Trials 2017, 18, 182. [CrossRef] [PubMed]
Resnick, B.; Galik, E.; Boltz, M.; Vigne, E.; Holmes, S.; Fix, S.; Zhu, S. The impact of physical activity and
function on falls in assisted living residents. J. Aging Phys. Act. 2019, 27, 816–822. [CrossRef] [PubMed]

Sensors 2020, 20, 6314

5.

6.

7.

8.

9.

10.
11.
12.

13.

14.

15.

16.
17.

18.
19.

20.

21.
22.

11 of 12

Leung, P.-M.; Ejupi, A.; Van Schooten, K.S.; Aziz, O.; Feldman, F.; Mackey, D.C.; Ashe, M.C.; Robinovitch, S.N.
Association between Sedentary Behaviour and Physical, Cognitive, and Psychosocial Status among Older
Adults in Assisted Living. BioMed Res. Int. 2017, 2017, 9160504. [CrossRef] [PubMed]
Galik, E.; Resnick, B.; Hammersla, M.; Brightwater, J. Optimizing Function and Physical Activity among
Nursing Home Residents with Dementia: Testing the Impact of Function-Focused Care. Gerontologist 2014,
54, 930–943. [CrossRef] [PubMed]
Reid, N.; Eakin, E.; Henwood, T.; Keogh, J.W.L.; Senior, H.E.; Gardiner, P.A.; Winkler, E.; Healy, G.N. Objectively
Measured Activity Patterns among Adults in Residential Aged Care. Int. J. Environ. Res. Public Health 2013,
10, 6783–6798. [CrossRef] [PubMed]
Van Alphen, H.J.M.; Volkers, K.M.; Blankevoort, C.G.; Scherder, E.J.A.; Hortobágyi, T.; Van Heuvelen, M.J.G.
Older Adults with Dementia Are Sedentary for Most of the Day. PLoS ONE 2016, 11, e0152457. [CrossRef]
[PubMed]
Taylor, L.M.; Klenk, J.; Maney, A.J.; Kerse, N.; MacDonald, B.M.; Maddison, R. Validation of a Body-Worn
Accelerometer to Measure Activity Patterns in Octogenarians. Arch. Phys. Med. Rehabil. 2014, 95, 930–934.
[CrossRef]
Egerton, T.; Brauer, S.G. Temporal Characteristics of Habitual Physical Activity Periods Among Older Adults.
J. Phys. Act. Health 2009, 6, 644–650. [CrossRef]
Taylor, L.; Kerse, N.; Klenk, J.; Borotkanics, R.; Maddison, R. Exergames to improve the mobility of long-term
care residents: A cluster randomized controlled trial. Games Health J. 2018, 7, 37–42. [CrossRef] [PubMed]
Sasaki, J.E.; Hélio Júnior, J.; Meneguci, J.; Tribess, S.; Marocolo Júnior, M.; Stabelini Neto, A.; Virtuoso
Júnior, J.S. Number of days required for reliably estimating physical activity and sedentary behaviour from
accelerometer data in older adults. J. Sports Sci. 2018, 36, 1572–1577. [CrossRef] [PubMed]
Rowe, D.A.; Kemble, C.D.; Robinson, T.S.; Mahar, M.T. Daily Walking in Older Adults: Day-to-Day Variability
and Criterion-Referenced Validity of Total Daily Step Counts. J. Phys. Act. Health 2007, 4, 434–446. [CrossRef]
[PubMed]
Taylor, L.; Parsons, J.; Taylor, D.; Binns, E.; Lord, S.; Edlin, R.; Rochester, L.; Del Din, S.; Klenk, J.;
Buckley, C.; et al. Evaluating the effects of an exercise program (Staying UpRight) for older adults in
long-term care on rates of falls: Study protocol for a randomised controlled trial. Trials 2020, 21, 46.
[CrossRef]
Del Din, S.; Hickey, A.; Woodman, S.; Hiden, H.; Morris, R.; Watson, P.; Nazarpour, K.; Catt, M.; Rochester, L.;
Godfrey, A. Accelerometer-based gait assessment: Pragmatic deployment on an international scale.
In Proceedings of the 2016 IEEE Workshop on Statistical Signal Processing (SSP), Palma de Mallorca,
Spain, 26–29 June 2016; pp. 1–5.
Hiden, H.; Woodman, S.; Watson, P.; Cala, J. Developing cloud applications using the e-Science Central
platform. Philos. Trans. R. Soc. A 2013, 371, 20120085. [CrossRef]
Del Din, S.; Yarnall, A.J.; Barber, T.R.; Lo, C.; Crabbe, M.; Rolinski, M.; Baig, F.; Hu, M.T.; Rochester, L.
Continuous Real-World Gait Monitoring in Idiopathic REM Sleep Behavior Disorder. J. Parkinsons Dis. 2020,
10, 283–299. [CrossRef] [PubMed]
Lord, S.; Galna, B.; Rochester, L. Moving forward on gait measurement: Toward a more refined approach.
Mov. Disord. 2013, 28, 1534–1543. [CrossRef]
Del Din, S.; Godfrey, A.; Galna, B.; Lord, S.; Rochester, L. Free-living gait characteristics in ageing and
Parkinson’s disease: Impact of environment and ambulatory bout length. J. Neuroeng. Rehabil. 2016, 13, 46.
[CrossRef]
Del Din, S.; Galna, B.; Godfrey, A.; Bekkers, E.M.J.; Pelosin, E.; Nieuwhof, F.; Mirelman, A.; Hausdorff, J.M.;
Rochester, L. Analysis of Free-Living Gait in Older Adults With and Without Parkinson’s Disease
and With and Without a History of Falls: Identifying Generic and Disease-Specific Characteristics.
J. Gerontol. A Biol. Sci. Med. Sci. 2017, 74, 500–506. [CrossRef]
Mc Ardle, R.; Del Din, S.; Donaghy, P.; Galna, B.; Thomas, A.; Rochester, L. Factors That Influence Habitual
Activity in Mild Cognitive Impairment and Dementia. Gerontology 2020, 66, 197–208. [CrossRef]
Del Din, S.; Lewis, E.G.; Gray, W.K.; Collin, H.; Kissima, J.; Rochester, L.; Dotchin, C.; Urasa, S.; Walker, R.
Monitoring Walking Activity with Wearable Technology in Rural-dwelling Older Adults in Tanzania:
A Feasibility Study Nested within a Frailty Prevalence Study. Exp. Aging Res. 2020, 46, 367–381. [CrossRef]

Sensors 2020, 20, 6314

23.
24.
25.

26.
27.
28.

29.
30.

31.
32.
33.

34.
35.
36.
37.
38.

12 of 12

Hickey, A.; Del Din, S.; Rochester, L.; Godfrey, A. Detecting free-living steps and walking bouts: Validating an
algorithm for macro gait analysis. Physiol. Meas. 2017, 38, N1. [CrossRef]
Chastin, S.F.M.; Baker, K.; Jones, D.; Burn, D.; Granat, M.H.; Rochester, L. The pattern of habitual sedentary
behavior is different in advanced Parkinson’s disease. Mov. Disord. 2010, 25, 2114–2120. [CrossRef]
Rochester, L.; Chastin, S.F.M.; Lord, S.; Baker, K.; Burn, D.J. Understanding the impact of deep brain
stimulation on ambulatory activity in advanced Parkinson’s disease. J. Neurol. 2012, 259, 1081–1086.
[CrossRef]
De Bruin, E.D.; Najafi, B.; Murer, K.; Uebelhart, D.; Aminian, K. Quantification of everyday motor function
in a geriatric population. J. Rehabil. Res. Dev. 2007, 44, 417–428. [CrossRef]
Schwenk, M.; Hauer, K.; Zieschang, T.; Englert, S.; Mohler, J.; Najafi, B. Sensor-Derived Physical Activity
Parameters Can Predict Future Falls in People with Dementia. Gerontology 2014, 60, 483–492. [CrossRef]
Brodie, M.A.D.; Coppens, M.J.M.; Lord, S.R.; Lovell, N.H.; Gschwind, Y.J.; Redmond, S.J.; Del Rosario, M.B.;
Wang, K.; Sturnieks, D.L.; Persiani, M.; et al. Wearable pendant device monitoring using new wavelet-based
methods shows daily life and laboratory gaits are different. Med. Biol. Eng. Comput. 2016, 54, 663–674.
[CrossRef]
Aadland, E.; Ylvisåker, E. Reliability of Objectively Measured Sedentary Time and Physical Activity in
Adults. PLoS ONE 2015, 10, e0133296. [CrossRef]
Nasreddine, Z.S.; Phillips, N.A.; Bédirian, V.; Charbonneau, S.; Whitehead, V.; Collin, I.; Cummings, J.L.;
Chertkow, H. The Montreal Cognitive Assessment, MoCA: A Brief Screening Tool For Mild Cognitive
Impairment. J. Am. Geriatr. Soc. 2005, 53, 695–699. [CrossRef]
Podsiadlo, D.; Richardson, S. The Timed “Up & Go”: A Test of Basic Functional Mobility for Frail Elderly
Persons. J. Am. Geriatr. Soc. 1991, 39, 142–148.
Trost, S.G.; McIver, K.L.; Pate, R.R. Conducting Accelerometer-Based Activity Assessments in Field-Based
Research. Med. Sci. Sports Exerc. 2005, 37, S531–S543. [CrossRef]
Sasaki, J.E.; Da Silva, K.S.; Da Costa, B.G.G.; John, D. Measurement of physical activity using accelerometers.
In Computer-Assisted and Web-Based Innovations in Psychology, Special Education, and Health; Academic Press:
London, UK, 2016; pp. 33–60.
Algase, D.L.; Beattie, E.R.A.; Leitsch, S.A.; Beel-Bates, C.A. Biomechanical activity devices to index wandering
behavior in dementia. Am. J. Alzheimers Dis. Other Demen. 2003, 18, 85–92. [CrossRef]
Resnick, B.; Galik, E.; Boltz, M.; Vigne, E.; Holmes, S.; Fix, S.; Zhu, S. Physical Activity and Function in
Assisted Living Residents. West. J. Nurs. Res. 2018, 40, 1734–1748. [CrossRef]
Storm, F.A.; Heller, B.W.; Mazzà, C. Step Detection and Activity Recognition Accuracy of Seven Physical
Activity Monitors. PLoS ONE 2015, 10, e0118723. [CrossRef]
Morbidoni, C.; Cucchiarelli, A.; Fioretti, S.; Di Nardo, F. A Deep Learning Approach to EMG-Based
Classification of Gait Phases during Level Ground Walking. Electronics 2019, 8, 894. [CrossRef]
Nguyen, M.D.; Mun, K.R.; Jung, D.; Han, J.; Park, M.; Kim, J.; Kim, J. IMU-based spectrogram approach with
deep convolutional neural networks for gait classification. In Proceedings of the 2020 IEEE International
Conference on Consumer Electronics (ICCE), Las Vegas, NV, USA, 4–6 January 2020; pp. 1–6.

Publisher’s Note: MDPI stays neutral with regard to jurisdictional claims in published maps and institutional
affiliations.
© 2020 by the authors. Licensee MDPI, Basel, Switzerland. This article is an open access
article distributed under the terms and conditions of the Creative Commons Attribution
(CC BY) license (http://creativecommons.org/licenses/by/4.0/).

